Tandem tip fracture: a rare complication of intracavitary therapy of cervix cancer and how to avoid its occurrence.
A case is described in which the distal tip of a tandem fractured off in a patient's uterus during an intracavitary application of a tandem and ovoids. Potential contributing factors are evaluated. Methods to prevent and detect structural defects in tandems before they become clinically manifest are discussed.